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1. Introduction

An acquired biosignal is usually comprised of the desired signal along with additive noise. Electroencephalography

(EEG) is a medical imaging technique that acquires the electrical activity of the brain from the scalp [2]. The neurons in 

the human brain are ceaselessly active, emitting some small amounts of electromagnetic waves signal, which only can 

be detected in the range of 0.03 Hz – 50 Hz of frequency band [3] on certain wavebands, are used as EEG signals. 

When the signal comprises with too many undesirable signals, there may be the significantly small amount of 

application that can evaluate the signal appropriately.  

Filtering can be achieved by many methods, and such is being used in this study is a method called moving 

average (MA). In statistics, MA is a calculation to analyze data points by forming a series of the average of different 

subsets of the full data set. As in electronics, MA is a simple low pass FIR (Finite Impulse Response) filter commonly 

used for regulating an array of sampled data or signal. There are various types of MA used in many different types of 

applications, such as Simple Moving Average, Weighted Moving Average and Exponential Moving Average.  

Averaging is the most used method in denoising EEG signals to remove noise due to spontaneous activities despite 

the fact that there are all sorts of available digital signal filters. The definition of the acquired EEG signal being a 

summation of the EEG signal and the spontaneous activities of the brain contributes to the still widely used method of 

denoising EEG. The process normally takes place at the post-processing stage offline [4] since averaging requires a set 

of initial data before the method can be carried out. Here it is described of how the averaging technique is implemented 

in the real-time acquisition of the EEG signal.  

In the following sections, the moving average system, the development of hardware and software are described. 

The results of the moving average and averaging methods using MATLAB and Arduino are shown and analyzed. 

Abstract: Electroencephalograms (EEG) acquired from the scalp is a small amplitude and low-frequency signal, 

with noise accumulation which originates from spontaneous activity of the human brain. Averaging methods are 

frequently used in reducing noise in EEG signals during the post-processing stage and never in real time. The 

methods are frequently engaged in waveform measurements in order to reduce the additive noise and at the same 

time, retaining significant parts of the noisy instances. This paper describes averaging methods used in real-time. 

The processes are emulated using MATLAB and then implemented in Arduino. The correlation and the SNR 

between the input signal and output of the averaging methods were calculated and compared. 
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2. Moving Average and Averaging 

2.1 Moving Average 

Moving average (MA) is used to reveal data trends associated with time which involves data smoothing. Hence, 

MA is also a filter as it removes low-frequency drift that happens in the input data or signal. The low-frequency drift is 

effectively removed by subtracting the output of the MA filter from the original filter [4] [5]. Simple Moving Average 

(SMA) is a common average of the previous n data points in time series data. Each point in the time series data has 

equal weights, so there are no weighting factors applied to any of the data points [6]: 

 

 (1) 

where, 

PM = data point at M 

M = discrete time 

n = number of data points used 

 

When calculating successive values, a new value comes into the formula’s sum and the earliest data dismissed. 

SMA is often used to observe important trends in repeated statistical surveys. It is recognized as a lowpass FIR filter. 

SMA is optimal for a common task such as reducing random noise [7].  
Weighted Moving Average (WMA) is an improved form of SMA. WMA assigns a weighting factor to each value in 

the data series according to its sequence. The most recent data gets the greatest weight and each price value gets a 

smaller weight. The weighting factors are calculated from the sum of times used in time series data, also known as the 

‘sum of digits’. 

 

  (2) 

 

 

Exponential Moving Average (EMA) is the most recent kind of WMA which allocates weighting element to each 

value in the data series according to its time. EMA is proposed for detecting an increase in the mean of a sequence of 

random variables [8]. The difference between WMA and EMA is that in EMA the weighting for each previous data 

point decreases exponentially so that the point will never reach zero.  

The EMA for a time series Y compute recursively [9]: 

 

 , 

 

for ,           (3) 

 

where Yt is the value at time period t, St is the value of EMA at time period t, and α represents the degree of weighting 

decrease, as a constant smoothing factor between the range of 0 until 1. Commonly, α is calculated using the formula: 

 

              (4) 

 

In different studies made by Braun [10], stated out that EMA is a recursive autoregressive (AR) form of expression 

known by: 

 

 (5) 

 

where K is a constant. A small value of K has a reduced of a smoothing effect and is more reactive to recent changes in 

the data and vice versa. [10]. The more familiar expression is: 

 

  (6) 

 

where a = (1 – 1/K), 

  

It is relatively direct to show an equivalent MA expression: 

 

  (7) 

 

where q = ln(1 – 1/K) 
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While the terms to the right behave like a decaying exponential, with less weight given to distant past data points. 

The focus of this paper is using the averaging method in real-time as a filter of the EEG signal. 

 

2.2 Averaging 

Averaging is a substantial method of denoising the noise of quasi-periodical or event-related signal [11]. Outliers 

such as spike artifacts or bursts of noise in the signal affect the analysis [12]. Averaging method turns out to come in 

handy, as it accomplishes as an ideal system with a group of delay of (M + 1)/N samples connect with both processing 

elements in a parallel form [13].  

The traditional filtering schemes seem to be lacking when the signal and noise frequency spectra significantly 

overlap. Averaging, on the other hand, used for separating a repetitive signal from noise without introducing signal 

distortion. In [14], it was illustrated how averaging is an effective and simplest way to eliminate the harmonic 

thoroughly. As it is the one of the shortest method possible response time in some scenarios, the averaging application 

turns out to be another solution, particularly when selective cancellation is requiring for some specific disturbance 

components in the control loop. The average of a set of numerical values, compute by accumulate them together and 

divide it by the number of terms in the set, in order to find another value, known as the arithmetic mean. When 

arithmetic means is about to develop, where if n numbers are given, each number represented by ai (where I = 1, 2, …, 

n), the arithmetic mean is the sum of the as divided by n or: 

 

   (8) 

 

The applications of analysis in biomedical signals, such as EEG and electrocardiograms (ECG) usually practice the 

averaging method [4] [15]. 

 

2.3 Arduino 

Arduino is an open-source platform used for constructing and programming of electronics [16], where it sends and 

receives information and to control electronic devices. Arduino board are based on Atmel microcontroller units (MCU). 

Arduino Uno R3 board specifically with ATmega328P is widely used by many researchers due to its affordable cost. It 

has an easy programming language based on ready C/C++ libraries for serial communication, analog-to-digital (A/D) 

conversion, 2-wire interface protocols as well as many other embedded system application and is based on Atmel 

MCU’s with AVR architecture [17] [18].  

In signal processing, an FIR filter is a filter whose impulse response, or response to any finite length input, is of 

finite duration, due it settles to zero in finite time. MA is a special case of the regular FIR filter. MA method is 

implemented on the Arduino board where the algorithm of each MA method is being processed on the C/C++ 

language. 

 

3. Results and Discussion 

Data from the input signal of random noise (RAND) from the MATLAB are being used back in the Arduino as a 

replacement for the input signal. RAND stands for uniformly distributed random numbers, where it returns a single 

uniformly distributed random number in the range interval. As for this study, RAND10 is used as a replacement of 

input signal that supposed to be connected to the input of the Arduino. RAND10 means that it will return a random 

number in the range from 10 until -10. All of this value is a state in voltage (V), as it is implemented in the system that 

contains electrical voltage. As for the small signal, the amplitude is being converted into smaller value using a certain 

MATLAB command, where it changes the value into a small signal, which is in µV. 

Both SMA and WMA signal looked smooth enough in getting good, but at the same time, it also removed the 

important data on the signal as well. As for EMA, the shape of the signal was maintained, although the signal has been 

smoothed out. SMA showed less smooth up the signal than expected and some the frequency are not properly removed 

but removed some of the important data on it, and thus let through an amount of the signal shorter than the original. 

The same thing happens at the WMA, where it also smooth up the signal but removed some of the important data on it. 

The correlation shows that WMA has the lowest resolution of the correlation coefficient, followed by SMA and EMA 

has the highest resolution of it. Table 1 shows the result of how the signal-to-noise ratio while Table 2 shows the result 

of how the correlation coefficient for each for the signal using the different moving average method that has been tested 

out: 

EMA illustrated a smoothed up the signal with less removing the data, due to the coefficient of α that represented 

the degree of weighting. Lag also happened in this method, but not too obvious, as it maintained the sharp-peak of the 

signal [20]. Fig. 1 shows how the comparison of each method towards the signal, as it is filtered in order to remove any 

unwanted signal by using MATLAB: 
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Table 1 - Result for SNR for each of the signal using the SMA, WMA, and EMA that have been tested out 

Method of 

MA 

Signal-to-Noise Ratio 

 (SNR) 

SMA 2.5409 dB 

WMA 4.0586 dB 

EMA 7.5627  

 

Table 2 - Result for correlation coefficient for each of the signal using the SMA, WMA, and EMA that have been 
tested out 

Method of MA Correlation 

Coefficient 

SMA 0.8244 

WMA 0.7678 

EMA 0.8737 

 

  

(a) (b) 

  

(c) (d) 

 

Fig. 1 - Comparison of moving average method towards the signal using MATLAB a) original input signal 

with noise b) SMA c) WMA d) EMA 
 

As for Fig. 2 shows how the comparison of each method towards the signal, as it is filtered in order to remove any 

unwanted signal by using Arduino. The comparison of data of the MATLAB and Arduino are continued with applying 

small signal input to it. The small data is produced from the conversion of the unit from the MATLAB. The small 

signal input has the range of 1μV to 10μV. The reason why applying the small signal input on the MATLAB and 

Arduino is to see whether there are major changes happens in both of the signal input. Fig. 3 shows how the small 

signal input being implemented in the MATLAB, and Fig. 4 shows the comparison of each data of SMA, WMA, and 

EMA that have implemented on the Arduino. 
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(a) (b) 

  
(c) (d) 

 

Fig. 2 - comparison of each moving average method towards the signal using Arduino a) original input 

signal with noise b) SMA c) WMA d) EMA. 
 

 

  
(a) (b) 

  
(c) (d) 

 

Fig. 3 - comparison of each moving average method towards the small signal using MATLAB a) original 

input signal with noise b) SMA c) WMA d) EMA. 
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(a) (b) 

  
(c) (d) 

 

Fig. 4 - comparison of each method towards the small signal using Arduino a) original input signal with 

noise b) SMA c) WMA d) EMA. 
 

4. Summary 

EMA filtering was used and the best method compares to the SMA and WMA. EMA able to smooth up the signal 

that contains noise, as it does not remove important data on it as well. EMA also shows the most efficient quality signal 

after SNR test has been done in each of the MA methods, with EMA reach the highest value of 7.5627dB, compare to 

the SMA that have the lowest value of 2.5409dB, while WMA reaches the standard value of 4.0586dB SNR. The 

correlation coefficient of the signal also proves that EMA has the highest efficiency, with 0.8757, compare to the other 

methods. A good filter must able to reach a certain specific range of SNR and correlation coefficient for the desired 

signal, in order to implement it in the system as the best method among the others. EMA proved to help in illustrating 

magnificent data and increasing the quality of SNR and efficiency of the desired signal into the specified level, with 

less removing the data, due to α that represents the degree of weighting. 
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